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Carbon Results 
Z:\MS\S\data\dual inlet\13C\2012\Aprii\120420\S-73673_235496.caf 

Identifier 1 Identifier 2 Comment Preparation Method 

235496 HW02 a(1332) 4/15/2012 2v_co2.met 

Additional Information 
lnfomation Gas Configuration 

Peak Center found at [1987] Gas C02 

Background: 0.11 mV,0.40 mV,0.47 mV Magnet [Steps] 10446 

Pressure Adjustment: Left: 1524.5 Right: 1528.3 ( Manual P Cups 3,4,5 

Masses 44.0,45.0,46.0 

Ref. Name: d 13C/12C vs. d 180/160 vs. 
WKS-2-3 -43.760 VPDB -21.530 VPDB 
0 

H aw uata 
lnt.44 I nt.44 rR rR rd rd d d d 13C/12C d 
SamplE Standar 45C02/44C 46C02/44CC 45C02/44 46C02/4LI 45C02/44CC 46C02/44CC [per mil] 180/160 

[per mil] [per mil] [per mil] vs. [per mil] vs. vs. VPDB [per mil] 
[mV] [mV] vs. vs. VPDB VPDB vs. VPDB 

WKS-2-3 WKS-2-3 

Pn 1517.61 

1 1524.9 1516.04 1.1580270 1.3936557 15.250 20.182 -26.923 -1.857 -28.823 -1.795 

2 1522.2 1514.61 1.1579827 1.3936334 15.203 20.178 -26.968 -1 .861 -28.872 -1.799 

3 1519.9 1513.32 1.1580396 1.3935166 15.259 20.104 -26.915 -1 .933 -28.812 -1.872 

4 1517.4 1512.45 1.1580238 1.3936652 15.252 20.203 -26.921 -1.836 -28.823 -1.774 

5 1515.3 1511.97 1.1580215 1.3935933 15.233 20.168 -26.939 -1 .870 -28.840 -1.808 

6 1513.5 1511.20 1.1580293 1.3936719 15.231 20.225 -26.941 -1 .814 -28.845 -1.753 

Evaluated Data 

Mean Std.Dev. ST. Error Atom% Outlier 

d 45C02/44C02 [per mil] vs. VPDB -26.931 0.011 0.005 2 

d 46C02/44C02 [per mil] vs. VPDB -1.856 0.015 0.007 2 

d 13C/12C [per mil] vs. VPDB -28.833 0.011 0.006 2 

d 180/160 [per mil] vs. VPDB -1.794 0.015 0.007 1.074122 2 

d 170/160 vs. 10.357 0.008 0.004 0.205924 2 

p 
1 
[' 

1 

1 

1 

1 

1 

1 

DIM0121202 DIM0121228 


